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We detect 39 nmxlO nm gold nanorods using a microtoroid stabilized via the Pound-Drever-Hall method. 
Real-time detection is achieved with signal-to- noise ratios up to 12.2. These nanoparticles are a factor of 
three smaller in volume than any other nanoparticle detected using WGM sensing to date. We show through 
repeated experiments that the measurements are reliable, and verify the presence of single nanorods on the 
microtoroid surface using electron microscopy. At our current noise level, the plasmonic enhancement of these 
nanorods could enable detection of proteins with radii as small as a = 2 nm. 



Label-free single molecule detection has been an ac- 
tive area of research in optics during recent years, in 
part due to the emergence of whispering gallery mode 
(WGM) resonators as ultra-sensitive refractive index sen- 
sors^'^. Recently, however, several theoretical studies 
have emphasized that the predicted detection limit of 
current devices is well above that which is required for 
single molecule sensitivity^. For this reason many ef- 
forts have been made to improve the signal-to-noise ratio 
(SNR) and thereby reach the single molecule limit, in- 
cluding interferometry^'^, plasmonic enhancement^'^'^'^ 
and frequency stabilization^^^^. In this letter we build 
on these works, demonstrating real-time detection of gold 
(Au) nanorods with a silica microtoroid stabilized using 
the Pound-Drever-Hall (PDH) technique^^. We detect 
39 nmxlO nm nanorods with a SNR up to 12.2 and a 
resonator quality (Q) factor of 6x10^. These nanopar- 
ticles are ~3 times smaller in volume than the smallest 
nanoparticles detected to date using the WGM sensing 
principle^. 

The essence of the PDH stabilization technique is in 
the measurement of an error signal which is fed back 
into the laser to supress fluctuations in frequency. The 
advantage of the technique is that it utilizes nulled lock-in 
detection, and the error signal is insensitive to a ampli- 
tude noise from the laser^^. Because the laser is stabilized 
with respect to a reference cavity (in our case, a micro- 
toroidal WGM resonator) , the feedback loop ensures that 
the laser's frequency will follow any frequency shift 5uj in 
the cavity resonance, such as that experienced when a 
molecule binds to the microtoroid surface^'^. 

Fig. la shows a schematic illustrating the experimen- 
tal setup. The setup consists of a 780 nm laser source 
(New Focus 6300-LN) coupled to a LiNbOs phase modu- 
lator (PM) and then to a silica microtoroid via a tapered 
optical fiber. A typical transmission spectrum of a mi- 
crotoroid resonance in water is shown in Fig. lb. The 
transmitted light is sent to a photodetector (D) and the 



output photocurrent is mixed with a local oscillator = 
200 MHz) which drives the phase modulator. The mixer 
output is sent through a low-pass filter to isolate the error 
signal (Fig. Ic) and then to a high-speed proportional- 
integrator controller to supply the laser with a frequency 
feedback voltage. 
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FIG. 1. (a) Experimental schematic of the microtoroid im- 
mersed in water and stabilized via the PDH method, (b) 
Microtoroid resonance (linewidth of 7 = 451 MHz) in water, 
(c) PDH error signal for Q = 200 MHz. (d) Feedback signal 
in response to a 1 Hz frequency modulation, (e) Transient 
response of the feedback loop. The fit reveals a 3 dB time 
constant of r = 1.2 ms 
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(a) Experiment 1: SNR = 3.2 
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(b) Experiment 2: SNR =12.2 
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FIG. 2. (a) PDH feedback signal for the first experiment. The left and right insets magnify binding events around 2 s and 12 
s, respectively, (b) PDH feedback signal for the second experiment. The left inset shows the binding event at 13 s magnified, 
and the right inset shows a histogram of frequency shifts determined from the step- finder algorithm (bin size of 5 MHz). 



To emulate single nanoparticle binding events, we ap- 
plied a 1 Hz frequency modulation on the light and then 
measured the locking feedback voltage. This can be con- 
verted to an effective frequency shift 5uo via calibration. 
As expected, this resulted in a step- wise adjustment to 
the feedback signal (Fig. Id). In Fig. le we show the 
transient response of the feedback loop, with a measured 
time constant of r = 1.2 ms. 

We applied the PDH method to detect Au nanorods in 
two separate experiments, achieving qualitatively similar 
results. In these experiments, the microtoroid was cou- 
pled to the tapered fiber and then immersed in a droplet 
of water as shown in Fig. la. The laser frequency was 
then locked to the microtoroid resonance. The position of 
the tapered fiber was precisely controlled using a piezo- 
actuated stage, so as to avoid contacting the taper with 
the microtoroid. Once the feedback signal was stable, 
a dilute solution of Au nanorods stabilized with cetyl 
trimethylammonium bromide (CTAB) was added to the 
droplet, and the PDH feedback signal was monitored on 
an oscilloscope. Due to absorption by water at 780 nm, 
the resonator Q factors in the first and second experi- 
ments were 6.6x10^ and 6x10^, respectively. The shape 
of the error signal shown in Fig. Ic results from the fact 
that the cavity linewidth 7 > 1]. 

In Fig. 2, we show the measured feedback signals for 
the two experiments upon addition of the Au nanorods. 
Frequency drifts of -16.5 MHz/s and -6.5 MHz/s are 
clearly seen in these data, as shown in other experi- 
ments^'^. In addition, we observed two types of nanorod 
interactions: (i) frequency shifts corresponding to bind- 
ing events and (ii) frequency shifts followed closely by an 
oscillation (over a duration of 1-2 s) and subsequent es- 
cape of the nanorod. Many of these type (i) shifts were 



observed in the first experiment (e.g., at 3 s, 12.2 s, 12.6 
s and 13.1 s in the insets of Fig. 2a), as well as the sec- 
ond experiment (left inset of Fig. 2b at 13 s and 13.5 s). 
Also, several of the type (ii) interaction were observed 
(e.g., at 17 s in Fig. 2b). We believe these events arise 
from the electrostatic repulsion between the microtoroid 
and nanorod surfaces, resulting in brief trapping of the 
nanorod followed by diffusion away from the resonator^^. 

In the right inset of Fig. 2b we show a histogram of the 
frequency shifts observed in the second experiment. This 
histogram was found by first removing the constant fre- 
quency drift of -6.45 MHz/s and then identifying the size 
and location of step-like transitions using a step-finder al- 
gorithm^^. As expected, frequency shifts with larger am- 
plitudes were less common due to the strong dependence 
of the frequency shift on the orientation and position of 
the binding nanorod. Out of the 35 events observed, the 
largest shift was -41.6 MHz (SNR of 12.2), which occured 
around 17 s. 

It is apparent from Fig. 2 that the achieved SNR was 
dramatically different in the two experiments (by a fac- 
tor of ~ 4). While the noise in the two experiments 
was comparable (3.2 MHz vs. 3.4 MHz), the difference 
in signal amplitudes accounts for the large improvement 
in SNR: i.e., the largest frequency shifts observed in the 
two experiments were -10.3 MHz and -41.6 MHz, respec- 
tively. This factor of ~ 4 can be explained by taking 
into account differences in microtoroid size and optical 
mode volume. The smaller frequency shifts observed in 
the first experiment were likely due to poor mode vol- 
ume, whereas in the second experiment we believe that 
the optical mode was close to the fundamental mode, as 
we will discuss later. 

There are important differences between plasmonic 
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FIG. 3. (a) Comparison of measured absorption spectra with theoretical values predicted in the dipole approximation (DA), 
(b) Predicted frequency shift as a function of aspect ratio R. A false-colored SEM image of a nanorod bound to a microtoroid 
surface is shown in the inset (scale bar is 40 nm). (c) Probability density distribution of nanorod aspect ratios and corresponding 
sign of induced frequency shift, (d) Predicted single molecule frequency shift with and without plasmonic enhancement versus 
molecule radius a. The inset shows the nanorod enhancement factor. 



nanoparticles and the dielectric nanoparticles detected 
in most WGM sensing experiments. To elucidate this 
and examine whether the observed frequency shifts are 
consistent with nanorod binding events, we now calculate 
the expected frequency shifts for nanorods of the geom- 
etry used. In the dipole approximation, the frequency 
shift due to a nanoparticle perturbing the electric field of 
a WGM resonator is given by^ 



6u _ Re[a]|£;o(r)p 



(1) 



where a is the polarizability of the nanorod, E^if) is the 
WGM electric field and V is the optical mode volume 
of the resonator. Nanorods can be well approximated as 
rotational ellipsoids with polarizability^^ 



a = 65 



65 + {e{uj) - eb)L 



(2) 



where the depolarization factor L depends on the aspect 
ratio R of the ellipsoid, e{uj) is the frequency-dependent 
dielectric function of Au^^, 65 is the permittivity of water 
and Vp is the volume of the nanoparticle. 

In Fig. 3a, we compare the measured absorption spec- 
trum from our nanorods with a theoretical calculation 



based on the dipole approximation above which averages 
over all orientations^^. In the measured spectrum (dot- 
ted curve), the nanorods exhibit a transverse resonance 
near 525 nm and a larger longitudinal resonance around 
760 nm. Spectra calculated in the dipole approximation 
are shown with a dashed curve for a single 39 nmxlO 
nm nanorod and with a solid curve for a distribution 
of nanorods (average aspect ratio juji = 3.9 and standard 
deviation ctr = 0.39 taken from the manufacturer Sigma- 
Aldrich). As can be seen, the dipole approximation gives 
excellent agreement with our measured spectrum over the 
wavelength range of interest. However, in order to obtain 
a reliable estimate of the frequency shift, we must also 
know the optical mode volume V. 

Using SEM, we measured the major and minor diame- 
ters of the microtoroid used in the second experiment to 
he D = 70 jam and d = 6 /im, respectively. We then used 
finite element modeling (COMSOL Multiphysics 3.4) to 
calculate a mode volume of V = 350 /im^ for the fun- 
damental mode, for which the ratio |^o(^)P/|^o,maxP is 
about 0.3 at its equatorial maximum. In Fig. 3b we show 
the expected maximum frequency shift as a function of R 
using Eq. 1-2. For a nanorod with average aspect ratio {R 
= 3.9), we expect a frequency shift of -47.5 MHz, slightly 
larger than the result found in our second experiment. 



4 



This provides some evidence that the optical mode used 
in our second experiment was close to the fundamental 
mode, although this was not directly verified. Addition- 
ally, the average aspect ratio of = 3.9 is consistent with 
the dimensions of the nanorods which we found on the 
microtoroid surface using SEM (see inset of Fig. 3b for a 
representative image). Interestingly, the sign of the ex- 
pected frequency shift 6ijO depends on the detuning from 
the nanorod's plasmon resonance, with 5uj > ^ for blue 
detuning. This is not the case with dielectric nanopar- 
ticles. On plasmon resonance. Re [a] = and therefore 
^cj = through Eq. 1, which in our case happens for a 
nanorod with = 4.1 at A = 780 nm (Fig. 3b). In Fig. 3c 
we show the size distribution of nanorods used in our 
experiments, where the shaded and non-shaded regions 
correspond to areas of expected negative and positive fre- 
quency shifts, respectively. In our experiments, we did 
not find conclusive evidence of these positive frequency 
shifts, which may be due to the fact that the microtoroid 
surface red-shifts the resonant wavelength of the nanorod 
and therefore shifts the zero-crosing in Fig. 3b to a larger 
value of R where the probability of detection is much 
smaller (Fig. 3c). In addition, nanorods with Re [a] < 
experience repulsive optical forces from the optical field^^ 
and therefore should be difficult to detect in general. 

As shown in Ref.^, plasmonic resonances in Au 
nanorods are expected give rise to large frequency shift 
enhancements and could enable single molecule detec- 
tion under practical experimental conditions'''''^. In 
Fig. 3d, we show the calculated enhancement in 6ijOm 
(single protein frequency shift) for a Au nanorod with 
R = 3.9. These calculations consider a protein with 
refractive index n = 1.5, radius a and polarizabilty 
a^n 47re5a^(e^- 65)7(6^ + 265), where 6^ = n^, that is 
bound to the tip of the nanorod. The frequency shift in- 
duced by such a protein in a bare microtoroid 5ujq can be 
found using Eq. 1, and is shown with squares in Fig. 3d. 
The enhanced frequency shift 5ujr^ shown with circles in 
Fig. 3d, is calculated as described in Ref.^. The inset of 
Fig. 3d shows the enhancement factor as a function of 
protein radius a. One can see that the plasmonic enhac- 
nement is predicted to increase the expected frequency 
shift above our current noise fioor (^ 2 MHz for r = 1 
ms) for proteins with radii a > 2 nm. Under these con- 
ditions, this would lead to a minimum detectable protein 
radius of a = 2 nm, which is smaller than the BSA pro- 
tein. 



In summary, we have demonstrated optical detection 
of 39 nmxlO nm gold nanorods using a microtoroid sta- 
bilized via the Pound-Drever-Hall method. By volume, 
these nanoparticles are ~3 smaller than the smallest di- 
electric spherical particles detected to date using the 
WGM sensing principle^, which shows that plasmonic 
resonances and large aspect ratios can significantly re- 
duce the volume of detectable nanoparticles. Similarly, 
we show that these properties lead to enhanced biosens- 
ing SNR, with a minimum detectable protein radius of a 
= 2 nm for a nanorod with R = 3.9. 
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